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Abstract- This paper provides initial results on the eﬃcacy of Huygens Principle (HP) microwave 
imaging for haemorrhagic stroke detection. This is done using both simulations and measurements in 
an anechoic chamber. Microstrip antennas operating between 1 and 2 GHz have been designed, 
constructed and used for imaging a human head model in Computer Simulation Technology (CST) 
software. A 3D model consisting of human head tissues of Ella is employed in the simulation. An 
emulated haemorrhagic stroke with the dielectric properties equivalent to the blood has been inserted 
in Ella. Moreover, a 3-layered head-mimicking phantom containing an inclusion has been constructed. 
Frequency-domain measurements have been performed in an anechoic chamber using a Vector Network 
Analyser arrangement to obtain the transfer function (S21) between two antennas. Both simulations and 
measurements show that the HP based technique may be used for haemorrhagic stroke detection. 
Among linear scattering techniques, the HP based technique allows to detect dielectric inhomogeneities 
in the frequency domain. HP can also be used if the antennas and phantom are in free space, i.e. no 
coupling liquid is required. Detection of the haemorrhagic stroke has been achieved after removing the 
artefacts. Artefact removal is an essential step of any microwave imaging system and current artefact 
removal approaches have been shown to be ineffective in the specific scenario of brain imaging. 
However, one of this paper’s novel contributions is the proposal of an artefact removal algorithm based 
on a subtraction between S21 obtained using measurements, which achieves improved performance 
while having a much lower computational complexity.  
 
1 INTRODUCTION 
Strokes are the leading cause of adult disability and are the number two cause of death worldwide [1]. 
A stroke can be cast into two major categories, ischemic and haemorrhagic [2]. A haemorrhagic stroke 
occurs when a blood vessel bursts inside the brain; the blood accumulates and compresses the 
surrounding brain tissue. The course of treatment for ischemic and haemorrhagic strokes is different 
[3].  An initial examination done by a physician is typically via a neurological exam. This however is 
not always conclusive, as many non-vascular conditions can simulate stroke symptoms [4]. As such, 
physicians primarily rely on medical imaging systems such as the computed tomography (CT) scan and 
magnetic resonance imaging (MRI) for confirmation of the diagnosis. The complexity of stroke 
diagnosis emphasizes the vital importance played by the CT and MRI scan systems. They are however, 
not fast, cost effective or portable, nor are they accessible at rural medical clinics, or carried by first 
response paramedical teams. Microwave imaging to detect brain abnormalities has recently been 
proposed [5-7]. Diagnostic microwave imaging exploits the differences between tissues’ dielectric 
properties and it has been demonstrated that brain-stroke changes the dielectric properties of the tissues. 
Haemorrhagic stroke leads to a significant increase in the dielectric properties (up to 20%) with respect 
to the dielectric properties of the white/grey matter [2]. Potentially, microwave imaging can supplement 
current diagnostic methods as it may potentially provide a fast, cost-effective and portable detection 
system [6]. Specifically, in recent years, there has been a growing interest in the development of imaging 
methods such as those using the microwave imaging technique for medical applications. Its use of non-
ionizing signals, low-cost, low complexity and its ability to penetrate through mediums are some of the 
benefits of microwave technology [8]. As already mentioned, microwave imaging applied to the brain 
could have great potential in enabling non-ionizing, transportable devices, particularly emergency or 
mobile situations. Current research in microwave imaging can be divided mainly into tomography and 
linear scattering techniques. The tissue reconstruction using microwave tomography has limitations as 
it requires the solution of a complicated mathematical inverse problem. In this paper we focus on the 
other approach, quite similar to radar imaging, which has the objective to localise strong scatterers. In 
contrast to tomography, our approach does not reconstruct the dielectric properties inside the domain, 
but investigates the presence of the main scattering centre. The microwave radar approach solves a 
simpler computational problem by seeking only to identity the significant scatters. Among linear 
scattering techniques, the HP based technique allows to detect dielectrics inhomogeneities in frequency 
domain [6]. In addition, HP requires a very simple hardware set-up, i.e. one transmitting antenna and 
one receiving antenna (coupled through a Vector Network Analyser) which rotate around the object to 
collect the signals in a multi-biostatic fashion. Up to now, HP has been used for breast cancer and skin 
cancer detection. The aim of this paper is to provide initial results on the eﬃcacy of HP microwave 
imaging for haemorrhagic stroke detection. This is done using both simulations and measurements in 
an anechoic chamber. This paper is organized as follows: section 2 explains the antenna design and 
simulation. In section 3, the measurements are demonstrated. Results are discussed in section 4, and 
finally section 5 concludes the paper.  
 
2  ANTENNA DESIGN AND SIMULATION 
The main focus of this section is the design of a wideband (WB) microstrip antenna operating between 
1 and 2 GHz. This band has shown to be optimal from brain imaging [9]; in addition, in [10] it is clearly 
highlighted that WB can enhance performance in lesion detection. To obtain enhancement in 
bandwidth, an isosceles triangular patch antenna using a new technique which is fractal ground plane, 
has been designed. The initial idea of using fractal ground plane technique has been adopted from [11]. 
The fabricated triangular patch antenna with fractal ground plane is shown in Fig 1.   
 
 
 
Fig 1. Fabricated triangular patch microstrip antenna with fractal ground plane: (a) top view (b) bottom view. 
 
The antenna is designed using FR-4 substrate material with a dielectric constant of ɛr = 4.7. The input 
power for the discrete edge port is 1 Watt (peak). The patch geometry is isosceles triangular shape. The 
details of the geometry are illustrated in Fig 2. This antenna has a single-layer structure and Fig 2 (a) 
shows the front view of triangular microstrip patch antenna. There are four different parts: triangular 
patch and microstrip feed line (at the top), substrate (in the middle) and fractal ground plane (at the 
bottom). 
   
(a)                                                                (b)                                                                    (c) 
Fig 2. Geometry and dimensions of the proposed antenna: (a) front view (Patch and substrate), (b) back view (Fractal ground 
plane), and (c) side view of the overall structure. 
 
Dimensions of the patch can be calculated to excite the first resonant frequency by applying equations 
used in [12], [13], and [14] as follows: 
 Width of patch (WP): 
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 Actual length of patch (LP): 
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Where: 
𝐿 𝑒𝑓𝑓 = 
𝐶
2 𝑓0 √ 𝜀𝑒𝑓𝑓
2                                                                                                                                       (3) 
𝛥𝐿 =  0 ∙ 412ℎ
(𝜀𝑒𝑓𝑓+0∙3)(
𝑊𝑃
ℎ
+0∙264)
(𝜀𝑒𝑓𝑓−0∙264)(
𝑊𝑃
ℎ
+0∙8)
                                                                                                     (4) 
 Length of the microstrip transmission line (TL): 
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With: 
 𝜆0 =
𝑐
𝑓0
                                                                                                       (6) 
In the above equations, the subscript eff indicates the effective values of the parameters. The computed 
values of WP, LP and TL are 39.5 mm, 31.5 mm and 16.8 mm, respectively. The overall dimension of 
the substrate and ground plane is GW × GL × h. The length and width of the patch are LP and WP, as 
shown in Fig 2 (a). In Fig 2 (b), we can see the fractal ground plane, which consists of nine rectangles 
with different sizes. A fractal ground can be appropriately designed to ensure WB requirements [15]. 
The dimensions of the slots in the fractal ground plane are labelled by L and W. The 50 Ω discrete 
microstrip feeding structure is used at the bottom part of the patch. By optimizing the dimensions and 
shapes of the slots in the ground structure and the triangular antenna structure, the impedance bandwidth 
of this antenna can be clearly improved. The front view of the proposed antenna with the fractal ground 
plane is shown in Fig 2 (a) and all the optimized dimensions of the proposed antenna are illustrated by 
Table I. 
TABLE I 
OPTIMIZED DIMENSIONS OF THE PROPOSED ANTENNA 
(Unit: mm).  
WP= 39.5 WL= 0.66 TL= 16.8 GL= 79 GW= 68.28 LP = 31.5 h= 1.2 
h0= 0.035 h1= 0.035 L0= 39.50 L(1,…,8)=17.07 W0= 34.14 W(2,3,4,6,7,8)=6.61 W(1,5)=  5.69 
 
The proposed antenna is simulated in both free space and near a human head model using CST 
microwave studio software. Specifically, a three-dimensional (3D) model consisting of human head 
tissues of the Ella model (ITIS Foundation, Switzerland) is employed with segmentation of 2 ×2 ×2 
mm3, as shown in Fig 3. The Ella model provides details of electric conductivity and relative 
permittivity for the different tissues of a female at the age of 26 [16]. An emulated haemorrhagic stroke, 
having dimensions of a spherical object with radius of 10 mm, has been inserted in Ella. The dielectric 
properties of the emulated haemorrhagic stroke are equivalent to blood. The transmitting antenna has 
been placed 17 cm away from the centre of the Ella model’s head.   
 
 
Fig 3. The proposed antenna and 3D model of human head using CST software. 
The proposed triangular antenna has also been fabricated in-house at LSBU (as shown in Fig 1), and 
the correspondent S11 measurements have been taken in an anechoic chamber, both in free-space and in 
front of a human head using a Vector Network Analyser (Anritsu MS2028C VNA Master manufactured 
by Anritsu EMEA Ltd).  Fig 4 shows the simulated and measured scatter parameter S11 for the proposed 
antenna both in free space and near the head. Looking at Fig 4 (a), the operational frequency is 1.6 GHz 
with a bandwidth >10%. Fig 4(b) displays the measured and simulated S11 of the proposed antenna in 
front of human head. 
 
 
 
                                                 (a)                                                                                              (b) 
Fig 4. Measured and simulated S11 for the patch antenna: (a) in free space and (b) in front of human head. 
 
As shown in Fig 4, the measured S11 both in free space and in front of human head shows excellent 
agreement with the simulation results. In addition, measurements reveal that matching and bandwidth 
slightly increase in the presence of the human head. Furthermore, an operational bandwidth greater than 
10% cantered at 1.6 GHz makes this antenna an ideal candidate for brain imaging experiments. In fact, 
in [6] it has been shown that higher frequencies are not suitable for brain imaging due to the high signal 
attenuation, while lower frequencies will decrease resolution [10]. Figure 5 Shows the magnitude of y-
component of the electric field for; (a) Ella model, (b) when the emulated stroke is included in the Ella 
model and (c) the differences of the Ella model and the Ella model with stroke. Moreover, the y- 
component of the electric field on one external surface of the head is calculated and used for performing 
the imaging, as shown in section 4. Specifically, the electric field is calculated on a circular grid of 
points with radius of 110 mm and 6◦ phi sampling just outside the Ella head model. 
   
   
(a)                                                                                      (b) 
 
(c) 
Fig 5. The electric field for; (a) the Ella model, (b) when the emulated stroke is included in the Ella model and (c) the 
differences of the Ella model and the Ella model with stroke.   
3 MEASUREMENTS 
3.1 Phantom Fabrication 
 
The phantom presented in this paper, used for microwave imaging experiments over an operating 
frequency ranging from 1 GHz to 2 GHz, has been designed as a multilayer phantom with each layer 
corresponding to a particular part of the human head. To allow feasible manufacturing, our proposed 
phantom has been constructed using three layers, each of which mimics: I) Skull, II) a combination of 
grey matter and white matter, III) Blood inclusion. The dielectric constant of each layer is given in 
Table II, where the values have been derived from [17], [18], and [19]. A specific recipe has been 
considered for each layer with the aim of simulating dielectric parameters of human tissues.  
TABLE II 
DIELECTRIC CONSTANT AND CONDUCTIVITY AT THE FREQUENCY OF 1.6 GHZ [17], [2] and [18]. 
Tissue Relative Permittivity(ε) Conductivity(σ) 
Realistic human brain (combination of grey 
matter and white matter) 
38  0.59 S/m  
Skull 10  0.96 S/m  
Blood  61 1.58 S/m  
 
As Fig 6 and Table III show, three different volumes of container have been used for constructing the 
phantom and then they have been filled up with different specific materials to form the layers. 
Constructing the phantom has been performed through the following steps. The small cylindrically 
shaped container has been filled up with blood equivalent material.  
The brain mould has been filled with grey matter and white matter equivalent material. Then both the 
blood container (which is situated inside the brain mould) and the brain mould are subsequently placed 
in the large plastic container. In this step, skull equivalent materials have been poured to completely fill 
the remaining space surrounding the brain and the blood, as shown in Fig 7. Each layer of the phantom 
has been constructed by mixing constituent materials with the appropriate ratio. Skull has been designed 
to be solid, while the combination of grey matter and white matter and the blood have been designed as 
liquid.  
                                     TABLE III                                                                                                                                     
PHANTOM LAYERS’ DESIGN HEIGHT AND SIZE                                                                L                                                             
                                                                                                               
W 
 
    H                              Mimicking of Brain    
Mimicking            
of Blood                   Mimicking of Skull                                                                                                            
                                                                                                                    
                                                                                                                                                                                                                                                                                                                           Fig 6. Design of different layers of phantom. 
 
The ingredients of the recipe for mimicking the skull tissue have been shown in table IV [19].  
 
 
Tissue layers of the 
phantom 
Length 
(cm) 
Width 
(cm) 
Height 
(cm) 
  Skull 21 19.5 12 
Grey matter and 
white matter 
19 16.5 9 
Blood 10 10 4.5 
TABLE IV 
TISSUE MIMICKING RECIPES.  
Ingredient (Grams) Skull 
Flour  55 
Oil  35 
Salt  0.3 
Sugar 11 
Deionized water 15 
 
The details of the proposed phantom fabrication method are as follows. 
I. Skull mimicking tissue: 
- First, mix the flour and oil in a mixing bowl together and beat into a smooth batter. Stir until 
you no longer see dry clumps of flour.   
- Then, mix deionized water with sugar and stir until the sugar was completely dissolved in the 
water.  
- Combine the two mentioned mixes until it formed a uniform shape. 
II. Brain mimicking tissue: 
- In the mixing bowl, stir a mixture of glycerol and deionized water with ratios of 40% and 60%, 
respectively as given in [20].  
III. Blood mimicking tissue: 
- The blood has been mimicked using a mixture of glycerol and deionized water with ratios of 
15% and 85%, respectively as given in [20].   
 
 
 
                                                                                                                    Mimicking of Brain 
                                                                                                                                                   
                                                                                                                           
                                                                                                                             
                 Mimicking of Skull                                                                    Mimicking of Blood 
                                                 
Fig 7. The fabricated human head phantom. 
 
3.2 Measurements in an Anechoic Chamber 
Frequency-domain measurements have been performed in an anechoic chamber using a VNA 
arrangement to obtain the transfer function (S21) between the two antennas. The fabricated antennas 
vertically polarized were used, after calibration. The phantom was placed in the centre of a rotatable 
table. In Fig 8, the fabricated phantom has been shown inside the anechoic chamber. In order to exploit 
the variation of signals at different frequencies, the complex S21 values were recorded over a wide 
frequency range of 1-2 GHz, using a frequency sample spacing of 5 MHz. For each set of measurements, 
the transmitting antenna has been placed 17 cm away from the centre of the rotating table. For each 
transmitting position, we recorded the S21 at NPT =60 receiving positions. Specifically, we measure S21 
at the points rxnp ≡ (a0; ϕnp) ≡ ρ ⃗⃗ np, displaced along a circular surface having radius a0. To be exact, a0 is 
the distance between the centre of the rotating table and receiving antenna which is 14 cm [21]:     
𝑆21txm
known|rxnp = 𝑆21np,txm
known    With np = 1,…,NPT.                                                                                       (7) 
m is the transmitting position and np is the receiving position. The procedure has been repeated 
considering two transmitting positions, displaced 5° from each other. Note that, rather than moving the 
transmitting antenna, the two transmitting positions have been synthetized by appropriately rotating the 
phantom.        
  
Fig 8. Position of the phantom inside anechoic chamber. 
4 IMAGING PROCEDURE AND RESULTS 
We perform imaging of the head phantom as superposition of the fields radiated by the NPT receiving 
points of eq. (7): 
𝐸HP,2D
rcstr (ρ, ∅; txm; 𝑓) = ∆𝑆 ∑ 𝑆21np,txm
known𝑁𝑃𝑇
𝑛𝑝=1  𝐺(𝑘0|ρ𝑛𝑝 ⃗⃗ ⃗⃗ ⃗⃗  ⃗ − ρ ⃗⃗ |)                                                                                   (8) 
Where ρ ⃗⃗  ≡ (ρ, ∅) is the observation point; k0 represents the wave number in free space (due to the 
presence of receiving antenna in free space); and ∆𝑆 is the spatial sampling; 𝐸HP,2D
rcstr  stands for the 
“reconstructed” internal electric field. Moreover, it is noted that the reconstructed electric field depends 
on the illuminating source and frequency. In eq. (8), the Green’s function G is used to propagate the 
field. Suppose that we use NF frequencies, then the intensity of the final image (I) can be obtained 
through the following equation, i.e. by adding incoherently all the solutions: 
𝐼 (ρ, ∅) =  ∑ |𝐸HP
rcstrNF
𝑖=1 (ρ, ∅; txm; 𝑓𝑖)|
2                                                                                                  (9) 
Fig 9 shows the image of the head obtained after applying eq. (9) to the simulated data, while Fig 10 
refers to the image of the phantom obtained after applying eq. (9) to the measured data. As highlighted 
in Fig 9 and 10, the stroke can be clearly detected. It should be pointed out that in Fig 9, artefact removal 
has been achieved by subtracting the electric field calculated for Ella with the stroke and the electric 
field calculated for Ella. Conversely, in Fig 10 artefact removal has been achieved by subtracting the 
two measurements obtained for the two transmitting positions. 
              
Fig 9. Imaging using the simulation data.                                    Fig 10. Imaging using the measurements data. 
5 CONCLUSIONS 
In this paper, the development of a realistic human head phantom for haemorrhagic stroke detection has 
been described. We have fabricated the antennas and a phantom using dedicated recipes mimicking 
layers of Skull, grey matter and white matter and the blood. We have collected the signals with the same 
method in both simulations and measurements. We have presented both the simulation and 
measurement results. The simulation has been done to obtain the data all around the healthy head model 
and the head model with the haemorrhagic stroke with the aim of imaging. We employ here the 
subtraction between the difference of a healthy head and a head with stroke. As it is not realistic to do 
artefact removal between the subtraction of the measurement with a healthy head and the measurement 
with a head including the stroke, in a real measurement scenario, we will approach and show this 
difference by subtracting two nearby transmitter positions (5° and 0°), as it has been done in the 
measurements performed in this paper. In measurements, we used the data collected from all around 
the phantom for imaging. This paper verifies that HP imaging can successfully be used to detect a 
haemorrhagic stroke inclusion in both a multilayer phantom and in simulations. The proposed antenna 
and the head phantom have been designed, simulated and fabricated, in order to image the human head.  
The ability to successfully apply HP to detect the haemorrhagic stroke inclusion in a multi-layered 
phantom has been verified. The phantom is then used for microwave imaging using the Huygens 
principle. Detection of the haemorrhagic stroke has been achieved after removing the artefacts, i.e. the 
images of the transmitter, through employing a subtraction between S21 obtained using measurements.  
Future research will be focused on the development of other phantoms that would consider other brain 
abnormalities, such as ischemic stroke and brain tumour, in order to image them. 
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